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Introduction
Distal symmetric polyneuropathy (DSPN) is one of the most frequent complications of diabetes with a reported prevalence ranging from 30% to 50% [1, 2] . DSPN can occur early in diabetes [3, 4] with damage to peripheral nerve due to prolonged hyperglycaemia [5] .
However, the condition may be unrelated to diabetes and result from other causes as well [6, 7] .
Neuropathy, being a clinical diagnosis, has been proposed to be accurately assessed when the combination of symptoms and signs together with nerve conductions studies are considered [8, 9] . It has been proposed that DSPN could be confirmed in the presence of abnormal nerve conduction and symptom(s) or sign(s) of neuropathy [5, 9] .
Assessing DSPN in routine clinical practice, methods such as the tuning fork and the 10-gram monofilament are frequently used to measure large nerve fibre function, i.e. vibrotactile and pressure sensation, respectively [10] [11] [12] . Biothesiometry for measuring vibration perception thresholds (VPT) is most often used for risk assessment of foot ulceration as a consequence of neuropathy [13, 14] . In addition, skin biopsy with quantification of intraepidermal nerve fibre density (IENFD) has been suggested to be a useful method for assessing small nerve fibre neuropathy [15] . Still, it is uncertain whether these methods are sensitive and specific enough for detecting DSPN at an early stage, and whether the combination these methods provides any further diagnostic improvement and if the methods overlap.
Thus, our aim was to compare the diagnostic usefulness of the 128 Hz tuning fork, the 10gram monofilament, the biothesiometer and the skin biopsy in a well-defined population consisting of normoglycemic (NGT), impaired glucose tolerance (IGT) and type 2 diabetes mellitus (T2D) individuals.
Methods

Study population
Participants were recruited from November 2004 to April 2007 from the population-based Västerbotten Intervention Programme (VIP) [16] . The study population has been described elsewhere [17] . The glycaemic status of the NGT and IGT individuals was verified by two standardized oral glucose tolerance tests (OGTT). Participants with type 2 diabetes also performed an OGTT except those with fasting plasma glucose of > 15 mmol/L. Of the 129 recruited participants, four withdrew, three were excluded due to vitamin B12 and folate deficiency and three were excluded due to stroke or sciatica. All participants gave informed consent and the regional ethical review board of Umeå University, Umeå, Sweden, approved the study.
Measurements
Height and weight were measured and BMI was calculated (kg m -2 
Neurophysiological assessment
Standardized nerve conduction studies were performed on the tibial, peroneal and sural nerves at the clinical neurophysiology laboratory in Umeå University, Sweden. All nerve attributes measured were performed in one lower extremity [5] . The motor conduction velocity, amplitude and latency of the tibial and peroneal nerves were measured. The sensory conduction velocity, amplitude and latency of the sural nerve were measured. F-wave studies of the tibial and peroneal nerves were performed.
An experienced neurophysiologist, blinded to the group identity of all participants, performed all nerve conduction studies. The neurophysiologist considered the nerve attributes representative of neurophysiological abnormality in DSPN and determined whether the participants had evidence of abnormal nerve conduction or not. The limb temperature was monitored prior and during recordings using a skin surface probe; hot-water bath and hotwater blankets were used to keep the limb temperature above 31 º C when needed.
Thermal threshold testing
Thermal threshold tests were performed with the method of limits, using Thermotest® equipment (Somedic AB, Hörby, Sweden). Thermal stimulations were applied bilaterally to the dorsum of both feet, one at a time. The starting temperature was 32°C for both the heat and cold sensation measurements. The rate of temperature change was 1°C/s and 10 stimulations were applied for each thermal sensation. By using the method of limits (17) , the individuals were told to give a response when perceiving a noticeable thermal sensation. The results are mean values and the standard laboratory cut-off values (adjusted for age and sex) were used for delimiting pathological findings: 40.6°C for heat and 26.7°C for cold perceptions (mean ± 2 SD). Only individuals with bilaterally abnormal thresholds were considered to have an abnormal outcome. The limb temperature was kept above 31 º C when needed.
Neuropathy disability score (NDS)
A modified version [18, 19] 
Definition of DSPN
The definition presented by the Toronto Diabetic Neuropathy Expert Group, states that an abnormal nerve conduction study and symptom(s) or sign(s) of neuropathy confirms clinical DSPN [5, 9] In order to assess DSPN objectively, we did not include subjective symptoms in the definition of DSPN. The guidelines also recommend considering a validated measure of small nerve fibre neuropathy if NCS are normal [9] . Thus, our minimal criterion for DSPN was defined as having abnormal nerve conduction according to the neurophysiologist and presence of concurrent objective clinical neuropathic signs (NDS≥2); i.e. a large nerve fibre weighted definition. Hence, we also defined a group with neuropathy weighted more on small nerve fibres, called sDSPN and consisting of individuals with normal NCS, but abnormal thermal thresholds (abnormal heat and/or cold thresholds) in presences of clinical signs of neuropathy (NDS≥2).
Biothesiometer, monofilament and tuning fork
Vibration thresholds were tested with a hand-held biothesiometer vibrating at 100 Hz (Bio-Medical Instrument Co, ROVA Company Inc, Newbury, OH). The rubber tractor of the biothesiometer was bilaterally balanced perpendicular to the bony part the medial malleolus.
The vibration perception was also tested with a 128 Hz tuning fork applied bilaterally with the on-off method to the medial malleolus; absent or reduced perception on either malleolus was noted.
The pressure perception was examined with a Semmes-Weinstein 5.07/10-g monofilament (Gertab AB, Stockholm, Sweden) on three standard points (plantar surface of distal hallux, 1st and 5th metatarsal heads) bilaterally on the sole of the foot; absence of sensation at one or more sites on either foot was noted [21] . The 128 Hz tuning fork and the Semmes-Weinstein 5.07/10-g monofilament are clinical tools used in Sweden in the assessment of peripheral nerve dysfunction. The same physician, who also performed the NDS examinations, performed all of the physical examinations.
Skin biopsy
Skin biopsies were performed and published guidelines were considered [15] . The site of the punch skin biopsy was approximately 10 cm proximal to the right lateral malleolus and performed under local anaesthesia using a three mm disposable circular needle (Dermal Biopsy Punch; Miltex, Inc, PA, USA). The procedure was well tolerated by the participants and without any complications. The histotechnical preparation and the subsequent microscopical quantification of the intraepidermal nerve fibre density followed a routine developed during 2004 [22] and was slightly modified from a previous study on similar thin 5 µm sections [23] . Two observers, both blinded to the identities of the participants, assessed all the sections once. One of the observers re-counted a random selection of 100 samples and the intra-observer reliability (r s =0.98) and the inter-observer reliability was obtained (r s =0.84).
The intraepidermal nerve fibre density was expressed as the number of fibres/mm of epidermal length.
Statistical analyses
Data are presented as numbers (n), proportions (%) and distribution as mean and standard deviation or median and interquartile range (IQR). Differences between groups were tested by ANOVA and subsequent Student's t-test for normally distributed variables. For not normally distributed variables the Kruskal-Wallis test was applied with subsequent Mann-Whitney Utesting. Differences in proportions were tested using the Chi-square test and trends were tested with linear-by-linear associations. The dependent variable was the occurrence of DSPN/sDSPN. Receiver-operating characteristic (ROC) curves were produced where appropriate and the area under the curve (AUC) and optimal sensitivity and specificity were determined. A p-value < 0.05 was considered statistically significant. Statistical analyses were performed with IBM SPSS 19.0 (SPSS Inc, Chicago, IL).
Results
Population characteristics
In our study 22 individuals (18%) were consider to have DSPN in the whole group, e.i. those with abnormal NCS and signs of neuropathy. We also observed 27 individuals with sDSPN, (23%), i.e. those with normal NCS, but abnormal thermal thresholds and signs. In the NGT group, the prevalence of DSPN and sDSPN was 16% and 13%, respectively. In the IGT group we observed a relatively higher prevalence of sDSPN (32%) than DSPN (12%), whereas in the T2DM group the prevalence of DSPN (28%) and sDSPN (30%) were quite similar ( Table   1 ). The prevalences of DSPN and sDSPN were not significantly different between NGT and IGT individuals. DSPN and sDSPN individuals had higher concentration of HbA1c, but lower cholesterol than individuals without neuropathy ( Table 2 ). Both height and weight were higher in the DSPN group than in the non-neuropathy group, whereas only height was higher for the sDSPN as compared to the non-neuropathy group ( Table 2) .
Routine clinical tools
The tuning fork was a relatively good method to identify DSPN cases in terms of sensitivity (17/22, 77%) . For sDSPN, the tuning fork identified 12 out of 27 sDSPN cases, resulting in a lower sensitivity (44%) when compared to identification of DSPN cases. In the whole study group (n=119), 52 individuals had absent or clearly reduced vibration perception when using the tuning fork. However, within the non-DSPN/sDSPN group, the tuning fork recognized 41 out of 61 cases with no neuropathy, giving a specificity of 67% for both DSPN and sDSPN.
The 5.07/10-g monofilament had a low sensitivity (6%), but a high specificity (97%); three individuals with DSPN/sDSPN were identified, and two non-neuropatic individuals had abnormal monofilament outcome.
Biothesiometry
Analysing areas under the ROC curve (AUC) for the biothesiometer, an optimal sensitivity of 82% and a specificity of 70% (AUC=0.81, 95% CI 0.71-0.91) were found at the cut-off value of ≥ 24.5 V at the medial malleolus for the DSPN group (Fig. 1) . Accordingly, the biothesiometer identified 18 out of 22 DSPN cases. The ROC curve (AUC=0.55, 95% CI 0.43-0.65) for the sDSPN group (not illustrated), with a cut-off value of ≥ 20.5 V resulted in a sensitivity and specificity of only 67% and 46%, respectively.
Skin biopsy
Considering the DSPN group, the ROC curve for the skin biopsies showed an almost equally high AUC as the biothesiometer (AUC=0.73, 95% CI 0.61-0.86, p=n.s.) with a sensitivity of 73% and specificity of 70% at an IENFD cut-off ≤ 2.96 fibres/mm (Fig. 1) . Thus, the skin biopsy method identified 16 out of 22 individuals with DSPN. When considering the ROC curve (AUC=0.63, 95% CI 0.52-0.75) for the sDSPN group (not illustrated), an IENFD cutoff of ≤ 3.39 fibres/mm gave a sensitivity of 74% and a specificity of 61%. Thus, the skin biopsy method identified 20 out of 27 individuals with sDSPN.
Concordance of methods for DSPN
We observed an overlap in diagnostic sensitivity; 15 individuals out of 22 that had DSPN were identified by both the skin biopsy (≤ 2.96 fibres/mm) and the biothesiometer (≥ 24.5 V).
Similarly, 13 individuals out of 22 that had DSPN were identified by both the skin biopsy and the tuning fork. The identification overlap for the tuning fork and the biothesiometer was 14 individuals out of 22 DSPN cases. Taken together, all three methods mentioned above overlapped in 12 out of 22 DSPN cases (Fig. 2) . The 10-g monofilament, which identified only two DSPN cases, overlapped with all other methods in those two cases.
Combining of methods for DSPN
When combining skin biopsies with the biothesiometry, three more DSPN cases were found by the biothesiometer where the skin biopsies did not, and one case was found by the skin biopsy where the biothesiometer did not, identifying a total of 19 out of 22 DSPN cases.
Similarly, skin biopsies in combination with the tuning fork, resulted in 20 out of 22 DSPN cases to be identified; four DSPN cases were found by the tuning fork when the skin biopsy method had failed to do so, likewise three DSPN cases were identified by the skin biopsies where the tuning fork did not; those three DSPN cases that were not identified by the tuning fork but with the skin biopsy were also identified with the biothesiometer.
The combination of the tuning fork with the biothesiometer identified all (n=21) but one of the DSPN cases, and 16 out of those cases had IGT or diabetes. Adding skin biopsy to this combination did not change the sensitivity of detecting DSPN further. The monofilament in combination with the other methods respectively did not provide additional diagnostic sensitivity.
Concordance of methods for sDSPN
We observed an overlap for the sDSPN group as well; 14 individuals out of 27 that had been identified as sDSPN by the biothesiometer (≥ 20.5 V) were also identified by the skin biopsy (≤ 3.39 fibres/mm). Similarly, 10 individuals out of 27 that had sDSPN were identified by both the skin biopsy and the tuning fork. The identification overlap for the tuning fork and the biothesiometer was 8 individuals out of 27 sDSPN cases. Taken together, all three methods mentioned above overlapped only in 7 out of 27 sDSPN cases (Fig. 3 ). The 10-g monofilament, which identified only one sDSPN case, overlapped with all other methods in that case.
Combining of methods for sDSPN
When combining skin biopsies (≤ 3.39 fibres/mm) with the biothesiometer (≥ 20.5 V), 6 more sDSPN cases were found by the skin biopsy, where the biothesiometer did not, and 4 cases were found by the biothesiometer, where the skin biopsy did not, identifying a total of 24 out of possible 27 sDSPN cases.
Similarly, skin biopsies in combination with the tuning fork resulted in 22 out of 27 sDSPN cases to be identified; two sDSPN cases were found by the tuning fork when the skin biopsy method had failed to do so. We observed that 10 additional sDSPN cases were identified by the skin biopsies, where the tuning fork did not; 7 out of those 10 sDSPN cases were also identified with the biothesiometer (Fig. 3) . The combination of the tuning fork with the biothesiometer identified 22 out of 27 possible sDSPN cases; four sDSPN cases were found by the tuning fork when the biothesiometer did not, and 10 sDSPN cases were identified by the biothesiometer, where the tuning fork did not (Fig. 3) . Consequently, three out of those four sDSPN cases that were not identified by the biothesiometer, but with the tuning fork, were also identified by skin biopsies (Fig. 3) .
Thus, by adding skin biopsy to this combination (skin biopsy + tuning fork + biothesiometer) the sensitivity of finding sDSPN increased from 81% to 93% by identifying three more sDSPN cases (total of 25 sDSPN cases, from which 21 had IGT or T2DM). Choosing a higher cut-off for the skin biopsy, e.g. ≤ 4.0 fibres/mm or even up to 4.4 fibres/mm, did not further increase the sensitivity. The monofilament, in combination with the other methods, respectively, did not provide additional diagnostic sensitivity.
Discussion
In our cross-sectional study, the biothesiometer, a method for assessing the vibrotactile perception threshold at 100 Hz, and thus mainly large nerve fibre dysfunction with their nerve receptors, proved to be a sensitive and specific method in evaluating the occurrence of mainly large nerve fibre dysfunction (DSPN) in the lower extremity in normoglycaemic, IGT and type 2 diabetes individuals. There was a significant overlap between the biothesiometer, skin biopsy the tuning fork in the identification of individuals with DSPN. Such an overlap was less prominent in the sDSPN group. However, we observed that skin biopsy with the quantification of IENFD served as a sensitive and specific method to detect small, but also large, nerve fibre dysfunction. We also observed that additional sDSPN individuals were identified by the skin biopsies when used in combination with the 128 Hz tuning fork and the biothesiometer.
Skin biopsies and neuropathy
We found a gain of combining skin biopsies with measures of large nerve fibres, such as the tuning fork and the biothesiometer in a group of individuals with sDSPN. Thus, combining a simple technique for immunohistochemical staining small nerve fibres in punch biopsies with methods assessing vibrotactile sense could be a complementary manner of assessing neuropathy in the lower extremity at an early stage where small nerve fibre dysfunction might develop prior to advanced large nerve fibre abnormalities that are detectable by NCS. Thus, as proposed by Lauria et al. [15] we have shown that quantification of IENFD is a sensitive measure in the detection of peripheral neuropathy, especially since small nerve fibre dysfunction can also occur before development of symptoms and signs [24] . The use of skin biopsy, a minimal invasive method, gives a minor wound and may theoretically lead to pain, but none of the participants in our study reported any complications. In addition, the biopsies were taken above the foot, thus with less risk of foot ulcers or delayed wound healing.
However, whether skin biopsies will become a widespread measure or a useful alternative clinical tool in clinical practice is uncertain.
Tuning fork and neuropathy
We observed that when combining the tuning fork with a measure of small nerve fibre function, such as skin biopsies, additional neuropathy cases were found, especially in the case of normal NCS (large nerve fibres). The use of the tuning fork in detection of early neuropathy in the lower extremity has been the subject of many studies. When comparing the tuning fork with a biothesiometer, the tuning fork alone was reported to be a reliable method of detecting neuropathy [11] . Similarly, using the tuning fork for screening purposes proved to be a reliable method, and better than the 10-g monofilament [25] , perhaps due to the fact that different anatomical sites are tested. Conventional tuning forks found at primary health care clinics only examine vibrotactile sense at 128 Hz. When a multi-frequency method was used, there were higher vibration thresholds in finger pulps in the upper extremities in individuals with type 1 and 2 diabetes than NGT at frequencies higher as well as lower than 128 Hz [26, 27] . In addition, such method may also be used to detect neuropathy in the sole of the foot, particularly at low frequencies (i.e. 8-32 Hz) [28] . Thus, assessing vibration perception at 128 Hz by conventional tuning fork might overlook early neuropathology.
Biothesiometry and neuropathy
Biothesiometry has not been taken into routine clinical use, at least not in Sweden. The reason could be its possible limitations, e.g. the confounding effect of limb temperature, the amount of pressure applied by the vibratory probe, psychological factors, and choice of limb site and tactile surface of the skin. Despite potential limitations, the biothesiometer was the best method of those used in our study at detecting advanced neuropathy in the lower extremity in a population with abnormal NCS. Hence, this might suggest that the criteria applied (NDS≥2 and abnormal NCS) may be too strict so as to detect less advanced or early neuropathy (small nerve fibres). Moreover, it has suggested that assessing vibrotactile perception by a biothesiometer is a sensitive method for screening neuropathy individuals at risk of developing foot complications, even better than the 10-g monofilament [14] , and thus useful in detecting advanced neuropathy. We further observed that biothesiometry was not a sensitive enough method for detection of small nerve fibre weighted neuropathy (i.e. those with normal NCS, but abnormal thermal thresholds). However, the use of a biothesiometer might be of value for detection and diagnosis of early neuropathy in the lower extremity when used in combination with measures of small nerve fibre function, such as skin biopsies. The method utilizes 100 Hz, a frequency in between the function of Paccini corpuscles (around 250 Hz) and Meissner's corpuscles (around 30 Hz). In addition, variability in vibration thresholds has been reported [29] . Variability in vibration thresholds have also been reported between different anatomical sites [30] . Moreover, the use of biothesiometry to detect neuropathy in the lower extremity in young individuals with diabetes [31] has been shown to have a sensitivity of 82% and a specificity of 75%, similar to our findings in an older population.
Monofilament and neuropathy
The use of monofilament in the assessment of the diabetic foot is well established [32] .
However, the role of monofilament in detecting early neuropathy has also been studied [10, 12, 33, 34] . In our study, the use of a monofilament, although using only the 5.06/10-g monofilament, was not a suitable method in the detection of neuropathy in the lower extremity. This false negative outcome of the monofilament has been recognized in a study where it also was concluded that the use of monofilament is valuable in the identification of very high-risk individuals [14] . In the present study, a single monofilament (i.e. 5.06/10 g) was used to examine perception of touch. However, a more sensitive technique may be to use a set of 20 different monofilaments, where results of such an approach correlated with vibrotactile thresholds evaluated at several frequencies in the sole of the foot [28] . Hence, one could argue that the 5.06/10-g monofilament probably only detects advanced neuropathy and therefore did not add to the sensitivity of the methods in our study. However, the outcome of that study [14] was risk of foot complications and not neuropathy per se, which is an important distinction. We had neuropathy as primary outcome, and tested only one type of monofilament (5.07/10-g); using monofilaments with different calibres might be of value in the detection of early neuropathy [10] . Moreover, there is no standardized method for monofilament assessment and there are many important factors that vary between studies, e.g. differences in the site on the foot that is used, the number of sites, using the plantar or dorsal side of the foot and the definition of pathological outcome [10, [33] [34] [35] . Thus, having different location of testing makes comparison to prior studies difficult. In addition, the number of different monofilaments used and technical issues, such as environmental effects of humidity, temperature and filament aging and durability are other factors that might influence the outcome [36] .
Limitations and strengths
Our study included a low number of individuals with DSPN, especially women, which hampered the possibility of studying differences between sexes. In our study we observed that a number of NGT persons had neuropathy. This observation might call into question the definition of neuropathy; however idiopathic peripheral neuropathy is a common problem encountered in clinical practice. In addition, symptoms were not included in the definition of neuropathy. Also, picking the cut-off for the different tests may overstate their actual sensitivity and specificity in clinical practice.
The strength of our study was that our IGT and NGT individuals were well defined since their glucose tolerance status was based on the results of two OGTTs. We also tried by using electrophysiological measures to define both large and small nerve fibre dysfunction. In addition, all participants were recruited consecutively from a population-based sample and were of the same age.
Conclusion
The biothesiometer is a sensitive and specific method to be used in a clinical setting when evaluating large nerve fibre dysfunction in the lower extremity. Combining skin biopsies with routine clinical tools, such as the 128 Hz tuning fork is of greater use when considering less advanced neuropathy than more advanced large nerve fibre neuropathy. In conclusion, the diagnostic usefulness of detecting early peripheral neuropathy, especially when NCS are normal, can be increased by combining measures of intraepidermal nerve fibres and vibrotactile sense.
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